An automatic camera-holding system for gynecologic laparoscopy.
Ergonomic analysis of conditions prevailing during laparoscopy show that static holding work causes considerable problems. The surgeon's assistant is particularly affected, for example, by holding the endoscope optical system. To minimize strain for the entire operating team and to increase the range of activities that can be performed by the assistant, an automatic surgical camera-holding system was developed. Its value in clinical practice was tested in gynecologic laparoscopy, where it enabled the surgical team to work more comfortably.